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Introduction

The present report consists of introduction, 3 chapters, conclusions and appendixes. In the first chapter
the performance of the resistive sensor is described. The setups used for time and frequency response
investigation and calibration are presented in this chapter. In the next chapter the DC pulse adapter used for the
resistive sensor feeding is described. In the third chapter main characteristics of the resistive sensors are given.
In the Appendixes the results of the tests of the resistive sensors at a few laboratories in the USA are collected.
Hereinafter we used abbreviation RS to signify the resistive sensor. The term sensor is used to denote the
sensing element of the RS.

The aim of the present work was to design and fabricate the RS that can be used for high power
microwave (HPM) pulse measurement. We also investigate the response time of the RS and their frequency
response. '

The RS have been designed as a short section of particular waveguide where the sensor is placed. The
frequency bands, waveguide dimensions, maximum calibration power and other technical characteristics have
been fixed with customers and are listed in Table 1.

Table 1. Technical characteristics of the RS.

Band Freq. Range | Waveguide Waveguide Maximum Maximum Pieces
dimensions flange type calibration pulse
power duration
GHz mm? kW ns
L 1.1...14 165.1 x 82.5 CPR 650 -1 300 2
S 2.8...3.0 72.1x 34 CPR 284 100 100 2
C 4.0...5.0 47.65 x 22.15 WR 187 60 100 2
X 8.8...9.6 23x10 UG 135 100 200 4

1. Resistive sensor

Performance of the RS

The RS is a short section of the standard
waveguide where a sensor that converts the
microwave pulse to the DC pulse is placed. The
sensor is a piece of n-type Si with Ohmic contacts
on the ends. It is connected to a current source.

The electric field of the electromagnetic wave
heats electrons in a semiconductor, its resistance
changes, and a DC pulse appears in the output.

The amplitude of the pulse can be expressed as b
follows:

U, =Upp(E), (L.1)

where Upc is the DC voltage drop across the
sensor, E is the electric field strength averaged

\ diaphragm

within the active element and @(E) is the relative

. . A cross section view of the RS for short
resistance change of the semiconductor due to the '

HPM pulse measurement.

Figure 1.

! Suitable L-band source for the RS calibration is not available in the laboratory.




electron heating effect. Since the average electric field strength depends on the microwave power, thus by
measuring Us the microwave pulse power in the transmission line can be determined.

For short HPM pulse measurement the diaphragm type RS shown in Figure 1 is usually used. It is seen
that the sensor is placed between the thin metal foil and a wide wall of the waveguide. Its height corresponds
roughly to 1/10 of the waveguide narrow wall. Such design allows to decrease average heating of the sensor and
improve the other characteristics of the RS.

As follows from expression (1.1), the output signal of the RS increases linearly with the DC voltage
applied to it. In order to increase the output signal and provide average sensor heating at sufficiently low level,
the DC pulse supply is used. Using 50 V pulses for the sensor supply, the output signal of a few tens of volts can
be obtained without any amplification [1]. The description of the unit that produces DC pulse for RS feeding is
presented in chapter 3. :

Measurement of the signal and calibration

The block diagram of the employed measurement circuit is shown in Figure 2. The synchronizing
master generator switches the unit that produces DC pulses for the RS feeding. It outputs the DC pulse which
duration and amplitude are roughly 180 us and 50 V. The triggering pulse delayed nearly 150 ps starts high
power microwave generator, so the duration of the microwave pulse is covered by the feeding pulse. When the
microwave pulse reaches the RS its resistance increases and a DC pulse the duration of which corresponds to the
duration of microwave pulse appears. The coil inductance in the splitting circuit is chosen in that way, that it has
a low resistance for feeding pulse and a high resistance for the measuring one. Therefore, the output signal
appears as a short video pulse on the pad of feeding pulse. The capacitor in the splitting circuit cuts off the pad
and the short video pulse is detected by scope. Reference pulse power meter is connected to the main guide via
directional coupler. As a reference power meter serves Rohde&Schwarz average power meter NRVS with
thermocouple power sensor NRV-Z54. By measuring average power generated by HPM source and knowing
pulse duration and repetition rate pulse power in the main guide is determined. For X-band we also used the

DL ' S0V
At 50[.18 'J\‘ @ L
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Figure 2. Experimental setup for short HPM pulse amplitude measurement using DC pulse supply: SMG:
synchronizing master generator, DL: pulse delay line, PS: DC pulse supply, SC: splitting circuit,
PM: reference pulse power meter, HPMG: high power microwave generator, SF: the RS under test.




pulse power meter where the other type of RS is employed. The pulse power meter is independently calibrated
and compared with pulse power standard of Russia.

Response time investigation

Electron heating inertia is the physical reason that limits the response time of the RS. It is very fast
process with the characteristic time of 2.9-10"* s for n-type Si at a room temperature. Therefore the actual
response time of the sensor is determined by the pulse rise time in the DC circuit. Having no possibility to
determine the response time directly using microwave pulse with short rise time we used the time domain
reflectometry method the setup of which is shown in Figure 3.

50 Q impedance pulse generator consisted of a pulse-forming line and mercury-wetted relay produces
pulses 100 ns duration with rise time 0.05 ns. The output of the generator through tee-joint is connected to the
RS. The other arm of the tee-joint is attached to the oscilloscope C1-91. Thus the oscilloscope indicates the
superposition of the initial pulse and pulse reflected from the RS. The reflected pulse is shifted by 5 ns with
respect to the initial one due to the pulse delay in the cable that connects the RS with tee-joint.

The equivalent circuit of the RS consists of the inductance of the wire that connects the sensor to the
coaxial connector and the capacitance that is connected in parallel with the sensor’s resistance to prevent the
propagation of the microwaves out of the waveguide.
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Figure 3.  The experimental setup for the RS testing using sub-nanosecond rise time DC pulse generator:
SG: DC pulse generator, RS: the resistive sensor under test.

The impedance of the sensor is less than the impedance of the coaxial line (50 Q) therefore the
amplitude of the reflected pulse is negative. Thus, the transient measured by oscilloscope can be related with the
response time of the RS.

Measurement of frequency response

The setup for the measurement of the output signal dependence on the microwave frequency is shown
in Figure 4. A low-level tunable generator produces microwave pulses that are amplified by a traveling wave
tube. The duration of pulses was 1 ps with repetition rate 20 Hz. The maximum pulse power after the
amplification was roughly 200 W. A reference pulse power meter with the flat frequency response is connected
to the main waveguide through the directional coupler with attenuation 10 dB. It is used for the pulse power
control in the main waveguide. Signals from the RS and the reference power meter are measured with
oscilloscope Tektronix TDS 520 A.
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Figure 4. The experimental setup for the frequency response measurement: MG: low level tunable
microwave generator, TWT.: traveling wave tube, RS: the resistive sensor under test, PM:

microwave power meter with known frequency response.

2. DC pulse adapter

The DC pulse adapter is a unit that generates DC pulses for the RS feeding. The circuit that produces
delayed synchronizing pulse and the splitting circuit that separates measuring pulse from the feeding one are

mounted in it as well.

Since the DC feeding pulse must overlap the microwave pulse, both pulses has to be properly
synchronized (Figure 5). The duration of the DC pulse produced by the adapter is roughly 180 ps. So the
microwave pulse has to be delayed approximately 150 - 160 us with respect to the DC pulse. Making use of the
adapter it can be done in two ways: using internal synchronizing pulse delay circuit or using external delay of
the synchronizing pulse. Both methods of the RS feeding and corresponding diagrams of setup are presented

below.

Feeding

Microwave

delay

e

. A

Figure 5. Microwave pulse is delayed in respect of feeding pulse.




Internal delay of the synchronizing pulse

The connections of the adapter with the synchronizing master generator, the high power microwave
generator, the sensor and the oscilloscope are shown in Figure 6. The leading edge of the triggering pulse produced
by SMG starts the feeding DC pulse. The amplitude and of the feeding DC pulse is 50 V and its duration is roughly
180 ps. After 150 ps the adapter outputs synchronizing pulse for HPMG. Its amplitude is approximately 3 V. The
same pulse is used for the oscilloscope triggering. Thus the HPM pulse is delayed in respect to the feeding DC pulse
about 150 us.

External delay of the synchronizing pulse

The measurement can be done using external delay of the synchronizing pulse as well. The connections
of cables for this case are shown in Figure 7. The external delay line included in the measurement setup provides
that the oscilloscope and the HPMG are triggered after 150 ps when the feeding pulse starts.

Microwave power measurement

Before performing the measurement of the HPM pulse power it is useful to check the delay of the pulse
that triggers HPMG and oscilloscope. The pulse has to appear inside two overshoots (closer to the negative one)
as it is seen from the oscilloscope view in Figure 6.

When the DC feeding and microwave pulses are properly synchronized the power head outputs the signal.
It looks like a short video pulse on the pad of the feeding pulse. The internal differentiating circuit in the adapter
cuts the feeding pad and the useful signal together with negative and positive overshoots is transmitted to the

N

SF Head|
%s GZIOV Adapter
SENS

O\

N
SM

)

—|180ps |—
- 150p.s|-—

H%G—N—t‘ﬂt— » SF H=d

Figure 6. The diagram of the measurement of HPM pulse power density in free space using internal
synchronizing pulse delay: SMG: synchronizing master generator, HPMG: high power microwave
generator, SF: resistive sensor, TA: transmitting antenna, RA: receiving antenna.
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The diagram of the measurement of HPM pulse power density in free space using external
synchronizing pulse delay. SMG: synchronizing master generator, HPMG: high power microwave

generator, SF: resistive sensor, TA: transmitting antenna, RA: receiving antenna.
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oscilloscope. When the amplitude of the pulse is determined the microwave pulse power can be calculated
making use of the calibration curve or the empirical formulae of the particular power head.

Wishing to estimate the distortion of the measuring pulse that is induced by the adapter the test DC
pulse with short leading edge was supplied to the sensor connector. The initial test pulse and the pulse from the
adapter are shown in Figure 8. It is seen that the rise time of the pulse is roughly 0.2 ns so the distortion of the
pulsed should be negligible for the microwave pulse with the duration of a few ns.

The parasitic signal induced in the measurement circuit by the external electromagnetic field might be
determined. The sensor’s cable has to be disconnected from the adapter and plugged directly into the
oscilloscope. o

The adapter is not protected against electromagnetic field. So it should not been radiated by HPM. The
power switch and AC power supply cable is on the back panel of the adapter.

Technical characteristics of the adapter

1. Amplitude of synchronizing pulse (input) <10V

2. Amplitude of synchronizing pulse (output) 3V

3. Internal delay (input - output) 150 ps

4. DC feeding pulse amplitude 50V
duration 180 us

5. Microwave pulse duration <300 ns

6. Connectors | BNC type

7. AC power supply ~115V

3. Characteristics of the resistive sensor

Output signal

The RS for all frequency bands (except L-band) were calibrated using the setup described above.
Experimentally determined dependence of the microwave pulse power on the output signal for the particular
sensor is fitted by the polynomials. For the RS of S and C-band the microwave pulse power is approximated by
the second order polynomial

P=A4.U,+B-U, 3.1)
while for the X-band RS the term of 4* order is taken into account
P=A4.U,+B-U}+C-U.. (32)

The values of the coefficients A, B and C have been determine by fitting (3.1) or (3.2) to the experimentally
measured data in a least squares sense. Typical experimentally measured dependencies of the output signal on
microwave pulse power together with the calculated one in accordance with (3.1) or (3.2) are shown in Figure 9.
Measurements has been performed at a frequency 2.75, 5.7 and 9.3 GHz for S, C and X-band, respectively. As
one can see from the figure the largest signal is obtained for the X-band sensor. While the dimensions of the




Figure 9. Typical dependencies of the output signal of the RS for different frequency bands on microwave
pulse power. Points denote experimental data, solid lines correspond to polynomial fit. Calibration
has been done at frequencies: 2.75 GHz (S-band), 5.7 GHz (C-band) and 9.3 GHz (X-band)

---------- S-band - C-band —— X-band

>
2
0'1 . ,:' . Ly 4 X X . L 4
100 1000 10000
Eemp, Viem

Figure 10. Averaged dependencies of the output signal for the RS of different bands as a function of the
electric field strength in the empty waveguide.
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waveguide increases the output signal at the same power level decreases significantly. This is not surprising,
since the RS is the sensor of microwave electric field rather than the microwave power.

The RS for different frequency bands has been designed increasing the dimensions of the sensor, and
the diaphragm proportionally to the waveguide’s window dimensions. Doing so, we expect to keep for all band
RS the same ratio k=FE/E,,,, where E and is the electric field strength in the sensor and empty waveguide,
respectively. To verify this assumption the electric field strength in the empty waveguide is calculated at a
calibration frequency using well known expression binding electric field strength and microwave power in the
waveguide. The dependencies of the output signal as a function of E,,, for the S, C and X-band RS are shown in
Figure 10. It is seen that the most separated curves in quadratic region differ by factor 1.5. This difference is not
so large. Thus, assuming that the output signal of L-band RS depends on E,,, in similar way we were able to
predict the approximate calibration curve for it. :

Frequency response

Frequency response measurements have been done for X-band RS using the setup described in the first
chapter. The dependence of the sensitivity on the frequency is shown in Figure 11. As one can see from the
figure, the frequency response is practically the same for all investigated RS: The scattering of the absolute value
of the sensitivity is less than 30%. The maximum of sensitivity lies around 11 GHz and the maximum to
minimum sensitivity ratio in the frequency range 8.2-12.4 GHz is roughly 2.5.

At the beginning of our investigation we had implemented an additional sensor into waveguide to
improve the frequency response of the RS. The arrangement of such type RS is shown in Figure 12. It is seen
that both sensors: the main that detects microwave pulse power and the additional one, are shifted from the
symmetry plane at a distances AX, and AX,, respectively. It was found that the frequency response with the
smallest maximum to minimum sensitivity ratio has been obtained when the sensors are shifted at a distance
AX =4 mm, and AX;=8.6 mm. Thus, a few such type X-band RS have been manufactured and tested.
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Figure 11. The dependence of the sensitivity on frequency for X-band RS with one sensor placed in the center
of broad wall of the waveguide.
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Figure 13. The dependence of the sensitivity on frequency for the RS with additional sensor for frequency
response compensation. AX;=4 mm, and AX;=8.6 mm.
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Figure 14. Dependence of normalized sensitivity on frequency for X-band RS. Curve 1 corresponds to the
sensor placed in the center of waveguide broad wall, 2 — two sensors shifted at AX,=4 mm, and
AX;=8.6 mm from the symmetry plane.

Measured dependencies of the sensitivity versus microwave frequency for the RS with additional
sensor are shown in Figure 13. As one can see, the scattering of data is larger in comparison with the RS where
only one sensor is employed. The maximum of sensitivity is shifted towards lower frequency (9 GHz). Making
use of the additional sensor the maximum to minimum sensitivity ratio decreases and in the frequency range 8.2-
12.4 GHz it is less than 2. '

As follows from the normalized sensitivity dependencies on frequency shown in Figure 14 two sensor
modification is better in the frequency range 8.2 — 11 GHz, while in the frequency range 10 — 12.2 GHz the
smaller sensitivity variation for the RS with one sensor is characteristic. Making use of both RS for HPM pulse
measurement one can get the sensitivity variation less than + 12 % in whole frequency range of X-band.

We did not have any powerful tunable microwave sources therefore we can not perform frequency
response investigation for S, C and L-band RS. As it was already mentioned, the RS for lower frequency bands
has been designed increasing the dimensions of the sensor, and the diaphragm proportionally to the waveguide’s
window dimensions. Having this in mind, it might be expected that the frequency response of lower frequency
RS should be similar to the X-band RS.

Time response

To estimate time response of the RS we used time domain reflectometry method described in the first
chapter. Measurement results for different band RS are presented in Figure 15 to Figure 18. As it was mentioned
in Chapter 1, the equivalent circuit of the RS consists of the inductance of the wire, the resistance of the sensor
and the capacitance that is connected in parallel to the sensor resistance. Analyzing the transients measured for
different RS it was realized that the overshoot in the initial part of the transient is mainly conditioned by the wire
inductance and/or the mismatch of the impedance of the line that connects the sensor with a coaxial connector.
The undershoot observed in the end of transient process is related with the capacitance of the RS. For sake of
comparison in each figure the transient measured for ordinary resistor, the resistance of which is equal to the
resistance of the sensor, is presented.

13
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Figure 15. The transients measured for X-band RS.
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Figure 16. The transients measured for C-band RS.
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Figure 17. The transients measured for S-band RS.

L-band
— Resistor

2 —— Nof

5 osf |\ No2

Py

S No3

=

L0

-

m .

0.2
L 1 M [ 1 i " 1
0.0 2.0x10° 4.0x10° 6.0x107 8.0x107
t, ns

Figure 18. The transients measured for L-band RS.
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Assuming that the response time of the RS is roughly equal to the length of the transient process the
time responses for the different band RS can be estimated. They are ~0.5 ns for X-band, ~2 ns for C-band, ~3 ns
for S-band and ~5 ns for L-band RS. It can be concluded that designed RS is sufficiently fast, since in the worst
case they can register HPM pulse power after 10 periods of microwaves for particular frequency band.

Conclusions

1. The RS for HPM pulse measurement in L, S, C and X-bands have been designed, manufactured and tested.

2. The response time of the RS has been estimated using time domain reflectometry method. It was found that
the response time for X-band RS is about 0.5 ns. '

3. The best maximum to minimum sensitivity ratio less than 2 has been obtained in the frequency range 8.5 -
12.2 GHz for X-band RS with additional sensor.
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Appendixes

A. Measurements of HPM Pulses at New Mexico University

At New Mexico University measurements of high power microwave (HPM) pulses have been
performed using machines SINUS 6 and PI PULSERAD 110A. SINUS 6 produces HPM pulses with peak
power about 500 MW, pulse duration ~ 5-7 ns, PI PULSERAD 110A generates 70-100 MW pulses duration of
which were in the range 40-50 ns. Carrier frequency was in X-band single shot operation mode is employed.
Microwave pulse peak power and pulse shape measured using the RS was compared with the readings from a
calibrated crystal detector with short response time (< 1 ns).

Experimental setup is shown in Figure 1A. A HPM source radiates microwaves in to open space.
Measuring unit consists of a horn antenna, directional coupler, RS and matched load. It was placed at a distance
L from the source and shifted at angle o from symmetry axis of HPM source. The RS directly measures
microwave pulse power received by the horn antenna. The adapter that produces DC feeding pulse is connected
to the RS via coaxial cable. Microwave power from the directional coupler (20 dB) through the coaxial cable
and additional coaxial attenuator feeds the crystal detector. The length of the coaxial cables was about 20 m. The
attenuation of microwave in the coaxial cable at a carrier frequency is roughly 10 dB. The crystal detector is
calibrated up to 20 mW, thus to decrease power level additional coaxial attenuator is used. Pulse shapes and
amplitudes are registered in a screened room by oscilloscope.

Short pulses

To decrease the response time of the RS was one of the main goals has to be achieved improving the

COAXIAL

SCREENED ROOM CABLES
- ————— ~20m

Figure 1A. Experimental setup for HPM pulse measurement: HPMS: high power microwave source, HA:
horn antenna, RS: resistive sensor, ML: matched load, AD: waveguide to coaxial cable
converter, AT: attenuator, CD: crystal detector, RSA: DC pulse adapter, SC: oscilloscope.
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Figure 2A. The shapes of microwave pulses detected by crystal detector and resistive sensor No 9.
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Figure 3A. The shapes of microwave pulses detected by crystal detector and resistive sensor No 1p.
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its characteristics. Having no microwave pulse sources with short rise time we estimate the response time of the
RS using time domain reflectometry method. It was obtained that the response time of the X-band RS was of the
order of 0.5 ns. Nevertheless it is very important to check the estimated rise time of the RS by measuring the
response time using short microwave pulses with short rise time.

Thus at the beginning we compare the shapes of the pulses detected by the RS and the crystal detector,
the response of which was better than 1 ns. The examples of shapes of pulses are shown in Figures 2A and 3A.
The amplitudes of the pulses are normalized to the maximum pulse power detected by the particular device. As
one can see from the figures, the shapes of both pulses are practically identical, so it can be concluded that the
response time of the RS is not worse than the rise time of the crystal detector.

Comparing pulse power measured by the crystal detector and the RS large difference between readings
has been obtained. The RS detects pulse power level in the waveguide that is approximately 4 times lower than
the pulse power measured by the crystal detector that is much larger than the calibration error.

Long pulses

In the case of longer pulses generated by machine PI PULSERAD 110a the coincidence between pulse
power measured by the crystal detector and the RS is much better. It illustrates data presented in Table 1A. P,
and P in the table denote peak pulse power in the waveguide measured using the crystal detector and the RS,
respectively. P, * corresponds to the corrected value of the peak power taking into account the frequency
response of the RS. As one can see from the data presented in the table, the RS shows little bit larger values of
the peak power but the difference between readings of both devices does not exceed 20%.

The shapes of the pulses detected by the crystal detector and the RS are shown in Figures. 4A and 5A.
As one can see from the figures, the pulse detected by the RS is longer from 5 to 7 ns. The difference in pulse
length can not be caused by the response time of the RS since it successfully detects shorter pulses and
coincidence between shapes was very good (see Figs. 2A, 3A).

It is worthwhile to point out that the carrier frequency increases during the pulse. It may cause some
change of the pulse duration when it is travelling in the coaxial cable since the microwave signal attenuation in
the cable is roughly 10 dB. To elucidate this point in more detail some additional investigation should be done.

6 [ : —— Detector: 3 shot
---------------------- Head No1: 3 shot

0.0 5.0x10*° 1.0x107 1.5x107
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Figure 4A. The shapes of microwave pulses detected by crystal detector and resistive sensor No 1.
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Figure 5A. The shapes of microwave pulses detected by crystal detector and resistive sensor No 1p.

Table 1A. Comparison of peak pulse power measured using the RS and the crystal detector. «=20°, L=104 cm.

Shot No Freq, P, P, P, P.,/P,
GHz kW kw kW
Head No 1
1 9.30 5.83 5.83 5.83 1.00
2 9.55 5.93 8.37 7.15 1.20
3 9.25 4.25 4.89 5.09 1.20
4 9.25 5.27 5.61 5.84 1.11
Head No 1p
1 9.25 5.02 5.31 5.31 1.06
2 9.60 8.76 8.76 8.94 1.02
3 9.60 8.78 8.94 9.12 1.04
4 9.25 5.58 5.85 5.85 1.05
Conclusions

The RS has been tested using HPM pulses generated by machines SINUS 6 and PI PULSERAD 110a.
Readings of the RS was compared with the readings of the calibrated crystal detector with short rise time (<1
ns). Comparison of the shapes of the short pulses (5-7 ns) has revealed that the rise time of the RS is not worse
that the response time of the crystal detector. Reasonable agreement between pulse power levels measured with
the RS and the crystal detector has been obtained in the case of longer pulses (40 — 50 ns). Observed shortening
of the pulse that is measured by the crystal detector might be caused by the dispersion of microwave pulse with
varying carrier frequency in the coaxial line that connects the crystal detector with waveguide.

20




B. Measurements of HPM Pulses at Cornell University

At Cornell University measurements of HPM pulses have been performed using TWT amplifier at 8.9 -
9.4 GHz. Machine operates in a single shot regime producing pulses up to 150 MW. Their duration is about 100
ns. The output power is transmitted into a coaxial line and absorbed in a dummy load. '

Measurement setup is shown in Figure 1B. To control microwave power amplified by TWT an E-probe
is inserted in the coaxial line. Its coupling with the coaxial line is 84.5 dB. The E-probe is connected to the
ordinary X-band waveguide. Microwave power is transmitted to the screened room via waveguide line.
Additional attenuator is used to decrease power level that is measured by a crystal detector. Length of the
waveguide is roughly 25 m. Total attenuation of the power transmitted to the crystal detector ranges 114.7 dB.
Special directional coupler that connects cylindrical to the rectangular wavegilide was designed and fabricated to
perform pulse power measurements with the RS. It serves to connect the X-band rectangular waveguide arm
with the RS to the main guide. The coupling of the transition is 44 dB. The adapter that produces DC pulses is
placed in the screened room and is connected to the RS with a coaxial cable.

Preliminary measurements have revealed that very high noise level is induced in the RS’s measuring
circuit by electron beam. The amplitude of the noise of the order of 1.5 V is obtained. Making use of double
shielded cable and shifting the sensor farther from the main guide (2.2 m), noise level is decreased significantly.
Although some oscillations is observed after the end of the measuring pulse the amplitude of which exceeds 200
mV, we were able to perform comparison of power levels registered by the RS and the crystal detector. The
results of the measurements are presented in Table 1B. Here U,, and U, denote the amplitude of the pulse
detected by the RS and the crystal detector, P, and P, stand for peak pulse power in the main guide measured
with the RS and the crystal detector, respectively. P, * corresponds to the corrected value of the peak power
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Figure 1B. Experimental setup for HPM pulse measurement: HPMS: high power microwave source, ML:
matched load, RS: resistive sensor, AD: waveguide to coaxial cable converter, AT: attenuator,
CD: crystal detector, RSA: DC pulse adapter, SC: oscilloscope.
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taking into account the frequency response of the RS.

As one can see from the table the difference between readings of the crystal detector and the RS is very
large and depends on the frequency. It is difficult to judge what are the reasons of such large difference between
the readings of two devices. Concerning the power measure